In this paper we present a method for recognising three fundamental movements of the human arm (reach and retrieve, lift cup to mouth, rotation of the arm) by determining the orientation of a tri-axial accelerometer located near the wrist. Our objective is to detect the occurrence of such movements performed with the impaired arm of a stroke patient during normal daily activities as a means to assess their rehabilitation. The method relies on accurately mapping transitions of predefined, standard orientations of the accelerometer to corresponding elementary arm movements. To evaluate the technique, kinematic data was collected from four healthy subjects and four stroke patients as they performed a number of activities involved in a representative activity of daily living, 'making-a-cup-of-tea'. Our experimental results show that the proposed method can independently recognise all three of the elementary upper limb movements investigated with accuracies in the range 91%-99% for healthy subjects and 70%-85% for stroke patients.
that analysis of kinematic data was a valid method of appraising upper limb movement quality and demonstrated high correlation with the traditional, observational methods.
Advances in wireless sensor networks and Information and Communication Technology have played a key role in the miniaturization of low-cost, body-worn, inertial sensors (accelerometers and gyroscopes) that make possible cost efficient patient monitoring and rehabilitation within the home environment [20] - [22] . This is particularly relevant when considering the increasing healthcare costs of an ageing population, especially those related to the treatment of chronic arthritis, cardiovascular diseases or neurodegenerative diseases, and the desire to reduce the amount of time the patient spends at the clinic. Research and development in to Wireless Body Area Networks (WBANs), wherein a patient wears a number of sensors either directly on their body or contained within clothing or other facilitators [23] , have enabled user data to be captured in a ubiquitous and continuous manner within natural environments. In such wearable systems, the data analysis primarily needs to be carried out at the sensor node yielding energy efficient solutions as compared to conventional remote monitoring approaches based on continuous transmission of vital sign data [3] . Hence, from the long-term system operation perspective, when implementing a WBAN that is comprised of heterogeneous sensors capturing physiological data, it is imperative to select data analysis algorithms that are computationally of low complexity. This is because energy consumption is directly proportional to the computational complexity of the processing algorithms used, and therefore higher complexity algorithms (although they may be more accurate) will drain the power source faster, limiting the scope of long-term continuous monitoring.
In this paper we describe a simple method to recognise three fundamental movements of the upper limb that are generally associated with activities of daily living (ADL), using data collected from a wrist-worn, wireless tri-axial accelerometer. The detection and classification of limb movements is beneficial in several remote health monitoring applications. For example, in many neurodegenerative pathologies regular exercise of the impaired limb is necessary to achieve rehabilitation. A system capable of detecting the use of the impaired limb (during prescribed exercise and during ADL) and classifying the type of movements performed would therefore be of use. Here, we focus on detecting specific upper limb movements of stroke patients, with varying degrees of motor impairment. Enumerating occurrences of these movements over time can act as an indicator of rehabilitation progress since the patient is more likely to repeat these movements as their motor function improves. The three movements investigated, along with examples of their daily occurrence, were: extension/flexion of the forearm (reach and retrieve object); rotation of the forearm about the elbow (drinking action); and rotation of the arm about the median axis (opening a door, using a key or pouring action).
Our aim was to investigate a methodology that allows simple detection of these three movements with maximal accuracy, while accounting for their temporal and inter-subject variability, using a low-complexity algorithm. The purpose of this is to produce simple software code that can be readily translated into hardware in the form of a custom chip with low energy (power) requirement, which would help in the realisation of WBAN systems for home based telemedicine applications. The algorithm developed mines the accelerometer data searching for occurrences of 6 predefined reference orientations (or states) of the sensor. By analysing transitions between occurrences of these states, it is possible to predict the corresponding arm movements.
In this investigation experiments were performed with healthy subjects and with stroke patients with impaired upper limb mobility. Specifically, accelerometer data was collected as participants simulated the processes involved in a typical ADL: the act of 'making-a-cup-of-tea'. We used stroke patient data as an application scenario of telerehabilitation and also because of the larger variability it is likely to produce in the data, thus providing a means to test the robustness of our methodology. Our results show that the proposed method can recognise the three movements reasonably well across all the subjects using only a tri-axial accelerometer placed near the wrist.
The remainder of this paper is organized as follows. Section II presents a brief background study on human activity recognition with emphasis on the use of inertial sensors and identifies the motivation for this research. The experimental protocol is discussed in Section III whilst Section IV describes the data processing and the proposed algorithm. The analysis of the experimental results is provided in Section V and conclusions are drawn in Section VI.
Background
Human activity recognition in natural settings is an active research area that has been applied widely in the field of chronic disease management and rehabilitation [15] - [17] . It is also motivated by a wide range of mobile and ubiquitous computing applications which include personalisation of user interfaces [10] , further aided by the development of inertial sensors. Radio-frequency identification (RFID) has also been used to monitor the movement of objects within the home environment that are typically encountered during daily living [24] . Another approach being used is fusing data from vision systems and inertial sensors to complement each other. This approach is, however, mainly restricted to indoor activities within a defined region under the un-hindered surveillance of the vision system. Furthermore, the use of high complexity image processing algorithms can result in slower analysis which can be particularly challenging if real-time information analysis is required [15] .
In principle there are three steps for activity recognition using inertial sensors: 1) data capture by appropriate sensor;
2) segmentation of the captured data to identify the beginning and end of an activity; and 3) recognition of the activity using appropriate classification techniques. It may be noted that although the final two steps are in practise interrelated; individually they pose significant research challenges owing to the possible qualitative non-uniqueness of an activity pattern exhibited by an individual subject and inter-person variability. Therefore these are treated as two individual research problems: event detection and activity recognition. In this paper we concentrate only on the second research problem, activity recognition, on the assumption that the start and stop time of the target activity is known.
In human activity recognition, data collected from inertial sensors is generally analysed using statistical signal processing involving the primary steps of feature extraction, feature selection and classification [16] to monitor simple, gross and dynamic movements, such as sleeping, sitting, standing, cycling, running etc. [1] . By comparison, very little work has been reported in terms of activity recognition for elementary limb movements. A review of the literature shows that different machine learning techniques have been used for movement recognition, e.g. Support Vector
Machines (SVM) [22] , [25] , Decision Trees (DT) [9] , [16] , Naive Bayes (NB) [16] , Multi-Layer Perceptron (MLP) [17] , Artificial Neural Networks (ANN) [9] , or a combination of these techniques [15] . Hidden Markov Models (HMM) [10] have been used for recognising common gestures made when interacting with objects used in daily living.
However, the accuracy of any movement classification technique is dependent on the system components and requirements, covering areas such as: type of activities, number of activities, type of sensors, number of sensors, placement of sensors [23] , level of data fusion, etc.
Inertial sensors used for such purposes are susceptible to drift errors, often introduced as result of integration of the raw data, and this error has a quadratic growth over time [26] . To counter this problem, these sensors have been used to complement each other and also used in conjunction with magnetometers to reduce the error [26] - [28] . Complimentary filtering, using quaternion representation [29] , Kalman filtering with rotation matrix representation [28] and extended Kalman filtering [30] have been widely used to combine data from inertial sensors and have produced satisfactory results in tracking human body posture [29] , [30] and dynamic movements such as walking and running [26] , as well as anatomical movements of the back [28] .
However, all of these techniques that involve feature extraction and classification or posture tracking through complimentary filtering are computationally intensive and hence may not yield an energy efficient solution that may be applicable in a resource-constrained WBAN node. This therefore motivated us to develop a low-complexity movement recognition technique that may be implemented in a WBAN node suitable for long time continuous monitoring applications.
Experimental Protocol
In this investigation, experiments were performed at the University of Southampton (UoS) with four healthy subjects (age range 24 to 40, male, all right arm dominant) and at the Brandenburg Klinik (BBK) with four stroke impaired patients (age range 45 to 73, both sexes, both left and right arm dominant). Experiments were performed within an open laboratory with an attached kitchen at UoS and within a treatment centre at BBK under the supervision of the expert physiotherapist members of the research team, though using the same equipment. All involved team members had trained together in the use of the equipment prior to commencing these investigations. Healthy participants were requested to perform the chosen ADL four times within the same session, with a 10 minute rest period between repetitions. By comparison, stroke patients were requested to perform the ADL only twice since they tend to tire quicker and hence performed only whilst they felt comfortable to do so.
Movement Selection
We designed an activity-list that simulated the process of 'making-a-cup-of-tea', as illustrated in Table 1 . This is a common activity performed in daily life, which comprises repeated occurrences of three elementary types of arm movement:
 Action A -Reach and retrieve an object (extension and flexion of the forearm).
 Action B -Lift cup to mouth (rotation of the forearm about the elbow).
 Action C -Perform pouring or (un)locking action (rotation of the wrist about long axis of forearm). and the time required to complete the actions. Un-constraining the experiment in this manner helps to generate a wider range of variability in the data which ultimately results in the development of an arm movement recognition system that is more likely to function with acceptable levels of accuracy in a real world application. For the purpose of this conceptual study we do, however, constrain our activity definitions to movements that involve motion of the forearm predominantly within a horizontal plane (the transverse plane, in terms of human anatomy).
Sensor Selection and Placement
The commercially available Shimmer 9DoF wireless kinematic sensor module, consisting of mutually orthogonal tri-axial accelerometers, rate gyroscopes and magnetometers, was used as the sensing platform [31] . For healthy subjects, the dorsal side of the forearm proximal to the wrist on the dominant arm was chosen as the sensing position since it was likely to produce significant sensor responses to the arm movements being investigated. For stroke patients, the same location was selected on the impaired arm since it is the use of this arm in which we are interested with respect to rehabilitation. The Shimmer sensor was fastened to the arm using an elastic strap, providing an intimate and secure, yet unconstraining attachment.
The Shimmer sensors have an internal 2 Gb data storage capacity (smart card) as well as low power radio mm, thereby posing minimal obtrusion and discomfort for use over long periods. For our experiments we only use the tri-axial accelerometer with ±1.5 g range, where g is the acceleration due to gravity. The magnetometer is excluded in our study since this can be affected by the presence of ferromagnetic materials which are expected to be present in the natural environment (e.g. cooker, wheelchair, etc.) [32] . The gyroscope was also excluded since we aimed to produce a movement detection system using a minimal number of sensors and with a minimal amount of data processing.
Furthermore, gyroscopes tend to use more electrical power than accelerometers which would therefore limit their operational lifetime in battery operated WBANs. Sensor data is collected at a rate of 50 Hz, deemed sufficient for assessing habitual limb movement. The sensors transmit kinematic data along with a time stamp to a host computer using the Bluetooth wireless standard and the data corresponding to each activity was segmented using the annotations from the researcher prior to subsequent processing. Since our focus was primarily on recognizing the occurrence of these elementary movements, we did not implement an automated segmentation method. Hence, we refer to this experimental setup as a semi-naturalistic scenario [33] .
Sensor Calibration
The accelerometers were calibrated prior to performing any measurements. This can be a very simple process, making use of the omnipresent gravitational acceleration (g) as a reference standard. The accelerometer is placed on a flat surface with its sensing axis either aligned, opposed or orthogonal to the direction of gravitational acceleration, causing it to experience accelerations equal to +1 g, -1 g or 0 g respectively. Hence a simple 3-point calibration procedure can be implemented without the need of additional equipment, and this simple calibration is adequate if it is known that the accelerometer exhibits a linear response to acceleration. However, three calibration points that define the upper, lower and midrange values of a measurand can be deceptive because a linear or sine function can also be fitted to them with high correlation. It is therefore highly recommended that where practical, calibrations are performed with more than three reference values. For an accelerometer, additional reference accelerations can be experienced by placing it on an inclined surface with known inclination angle so that the sensor axis experiences a component of the gravitational acceleration. With bi-axial and tri-axial accelerometers where the axes are mutually orthogonal, this technique has the advantage that a second accelerometer axis simultaneously experiences a different component of the gravitational acceleration based on an angle that is complementary to the slope inclination angle.
To perform a more accurate calibration of the tri-axial accelerometers, we first fabricated plastic wedges with faces inclined at 10°, 20°, 30° and 40° to the horizontal. By placing the Shimmer sensor on each sloped surface and in each of its 24 possible standard orientations (6 faces, any notional edge pointing up, down, left or right), we are able to record the accelerometer responses from each axis over 19 different reference accelerations. The shape of the Shimmer sensor is not ideal, however, for this form of calibration. Its external packaging has tapered sides and certain other features that are slightly in relief on two faces (e.g. nuts, bolts, LEDs), meaning that it cannot be laid down perfectly flat on the sloped surfaces. To counter this, a customised sensor module housing was fabricated with perfectly parallel sides to contain the sensor module during calibration, as illustrated in Fig. 1 . An example of calibration data collected from the Shimmer 9DoF sensor module is shown in Fig. 2 , which reveals that the accelerometers have a highly linear response over the acceleration range ±1 g and quite a large difference in offset values. By applying a least mean square linear fit to the calibration data, individual values for acceleration sensitivity and offset were determined for each accelerometer axis. 
Algorithm Design
The algorithm is based on predicting the most likely orientation of the sensor module at any particular time by assessing which of the three accelerometer axes is the most active at that time. Specific arm movements are then inferred by detecting transitions between sensor module orientations. This is a relatively simple process when the arm is stationary since the total acceleration measured by the sensor module is equal to the value of the gravitational acceleration (g) and its distribution over the three mutually orthogonal accelerometer axes directly indicates the sensor module orientation.
To appreciate how this simple algorithm works, it is necessary to first understand how a MEMS type accelerometer responds to acceleration. Typically a MEMS accelerometer measures the displacement of a suspended seismic mass either by detecting changes in strain via a piezoresistive element at the root of a cantilever beam to which the seismic mass is attached, or by detecting changes in capacitance of a micro-machined structure where the seismic mass forms one plate of a capacitor. The Shimmer sensor uses the Freescale MMA7361L tri-axial accelerometer which operates using the capacitive principle, as illustrated in Fig. 3 . Here, the seismic mass is free to move between two fixed plates, effectively forming two back-to-back capacitors, whose values can be measured using a differential charge amplifier.
All accelerometers respond not only to physical acceleration but also to gravitational acceleration. How an accelerometer acts in response to these two different types of acceleration is quite different. The force of gravity is ubiquitous and is the process which gives mass the quantity of weight. This attractive force is also bi-directional, meaning that any object on the surface of the Earth is attracted toward the centre of the Earth with the same magnitude of force as that object attracts the Earth toward it. Correspondingly, there are two vectors for acceleration due to gravity:
one accelerating an object toward the center of the Earth and the other accelerating the Earth toward the centre of the object. However, because the Earth is considerably more massive than most Earth bound objects, it is only the acceleration vector that acts on the object accelerating it in a direction toward the Earth that is observable (cf. F = ma).
Consequently, the seismic mass located within the accelerometer is pulled toward the Earth with an acceleration of magnitude g. By comparison, when an accelerometer is physically accelerated (a) by an external force acting on it, the frame of the sensor moves forward in the direction of acceleration but the suspended seismic mass moves backward (due to inertia) with an equivalent acceleration. This will result in the counter-intuitive situation shown in Fig. 3 whereby the seismic mass moves in the same direction when under the influence of gravity alone or when physically accelerated in the opposite direction to that of gravitational acceleration. Put another way, gravitational acceleration acts on all objects and is referenced globally, whereas physical acceleration acts locally and is referenced to the frame of the accelerometer.
With the configuration shown in Fig. 3 , the capacitors are connected to processing circuitry such that when C2 is greater than C1, the output of the sensor has a positive value. This means that for the orientation shown in the figure, an upward acceleration in the direction of the accelerometer axis results in a positive output. It also means that when stationary, the accelerometer still produces a positive response, but of lower magnitude, despite the fact that gravitational acceleration opposes the direction of the accelerometer axis.
We define 6 reference orientations of the sensor module in the horizontal plane, referred to as Positions 1-6, as illustrated in Fig. 4 . In each diagram the dorsal side of the forearm is in contact with the XY plane of the sensor, the X-axis points toward the hand and the Z-axis points away from the dorsal aspect as the forearm rotates to adopt a particular prehensile shape for the hand prior to grasping an object. Often this means that the orientation of the hand during the retrieve phase of the motion is not the same as that during the reach phase. The key steps involved in our algorithm, which has been implemented in MATLAB, are illustrated in Fig. 5 and described in the following sections. An overview of the algorithm used to detect and classify each action is also presented in the flow chart shown in Fig. 6 .
1) Pre-processing
Raw accelerometer data is converted to physical values of acceleration expressed in units of 'g' using individual sensor calibration coefficients. The event markers signifying the start and end of each activity that were recorded during data capture are used to segment the data into the 20 activities listed in Table 1 . Each data segment is then filtered using a 3rd order low-pass Butterworth filter with a cut-off frequency of 5 Hz to suppress the high frequency noise components. 
2) Orientation Detection
Each data segment contains a number of individual data samples, which in turn are comprised of three acceleration values -X, Y and Z. For each data sample we determine the maximum absolute value, its direction, and on which axis this occurred. This information is used to determine the most likely orientation of the sensor module and the identifying number of the corresponding position is stored as an element in an OrientationVector. The rules used to determine the orientation are as follows:
 If the maximum acceleration occurs on the Y-axis is negative, and lies within the range -g ±0.5 g, we denote the corresponding orientation of the sensor as Position 1.
 If the maximum acceleration occurs on the Z-axis is positive, and lies within the range g ±0.5 g, we denote the corresponding orientation of the sensor as Position 2.
 If the maximum acceleration occurs on the Y-axis is positive, and lies within the range g ±0.5 g, we denote the corresponding orientation of the sensor as Position 3.
 If the maximum acceleration occurs on the Z-axis is negative, and lies within the range -g ±0.5 g, we denote the corresponding orientation of the sensor as Position 4.
 If the maximum acceleration occurs on the X-axis, is positive, and lies within the range g ±0.5 g, we denote the corresponding orientation of the sensor as Position 5 if worn on the left arm or Position 6 if worn on the right.
 If none of these conditions are met, we assign a value of 0 to the OrientationVector indicating an unknown position.
As described above, the decision as to which orientation the sensor module lies is based on acceptable acceleration ranges to allow for the fact that subjects may not orientate their arm such that the sensor module is exactly in one of the orthogonal positions shown in Fig. 4 . In practice, the forearm may be slightly rotated and the sensor module will therefore be tilted with respect to the pre-defined positions. Furthermore, basing orientation determination on a range of acceleration values caters for stroke patients who exhibit varying degrees of tremor in the upper limb depending on their time post-stroke. Limit values for these ranges of ±0.5 g were established experimentally and gave the best action detection rates.
3) Sequence Detection
Having established the most probable orientation of the sensor module for each set of acceleration data recorded, a
SequenceVector is constructed from the annotated positions stored in the OrientationVector, wherein a sequence is defined as a continuous set of orientations of the same type and spanning a minimum duration. This process involves initially passing the OrientationVector through a median filter to remove all zeroes (unidentified orientations). The remaining set of position numbers is further scanned and any repeating sequence with a length less than 13 samples Table 2 : Sequence transitions and corresponding actions. Action A transitions involve additional processing to distinguish them from C.
4) Action Recognition
The SequenceVector is examined to detect pre-defined transitions between identified positions that correspond to the target actions, as described in Table 2 . Firstly, we analyse the SequenceVector to check for Action B, which is a simple transition from Position 1 to Position 5 then back to Position 1 when the sensor is worn on the left arm or from Position 3 to Position 6 and back to Position 3 when the sensor is worn on the right arm. This movement is indicative of a drinking activity, as depicted in Fig 7 . Secondly, we search the SequenceVector for those orientation transitions that are indicative of Action C, which involves rotation of the arm about the median axis. This action may involve a number of different transitions between Positions 1, 2 and 3. For example, a pouring action is described by the position sequence 3 to 2 to 1 (or just 3 to 2) for when the sensor is worn on the right arm, and by the sequence 1 to 2 to 3 (or just 1 to 2) when the sensor is worn on the left arm. For both left and right arm worn sensors, we notice that Position 4 is used when extra torque is required in the rotation action, for example when using a key and lock.
Once a decision about Action B and Action C have been made, we proceed to recognise the occurrence of Action A (reach and retrieve), which is a very generic activity performed in daily life. Action A can result in several different transitions in our activity list, or demonstrate no transitions at all (cf. Table 2 ). When we reach out for an object in the forward direction, the sensor may remain in Position 1, Position 2 or Position 3 throughout the duration of the activity or it may change between combinations of these Positions depending on the starting position of the forearm and the type of object to be retrieved (i.e. how it will be grasped in the hand). Hence the occurrence of Action A has to be confirmed by additional processing.
To identify Action A, the SequenceVector is first examined to determine how many sequences of consecutively identified orientations it contains. This indicates the number of state changes that occurred during the movement. For each individual sequence in the SequenceVector, we discard the accelerometer axis that is aligned with the direction of gravity for that particular orientation (as defined in Fig. 4 ) and calculate the acceleration ranges (maximum valueminimum value) recorded by each of the other two axes over the duration of that sequence. Specifically:
 For Positions 1 and 3, we compute the acceleration ranges for the X and Z-axes, neglecting the Y-axis.
 For Position 2 we compute the acceleration ranges for the X and Y-axes, neglecting the Z-axis.
Therefore, any non-zero value calculated for the range from either of these accelerometer pairs would indicate:
 Movement of the forearm within the plane defined by the two accelerometer axes; or  Rotation of the forearm about either or both of the accelerometer axes.
However, forearm rotation will have already been detected earlier in the algorithm when testing for the occurrence of Action C, and therefore the second scenario never arises.
For each orientation sequence, we compare the computed acceleration ranges against an acceptance range of ±0.2 g.
For a movement to be recognised as Action A, either or both of the computed acceleration ranges must be larger than this acceptance range (indicating movement within the horizontal plane) for the majority of sequences stored in the SequenceVector, otherwise the movement is considered as an Unknown Action. Limits for this acceptance range of ±0.2 g were determined experimentally and allow for the fact that stroke impaired patients will demonstrate some degree of tremor in their arm movements which could be erroneously interpreted as directional movement.
Experimental Results
From the experiments performed, with healthy subjects at UoS and stroke impaired patients at BBK, we gathered a wealth of data from the tri-axial accelerometer placed on the dominant wrist while the subjects performed the designated activities. Typical accelerometer data is shown in Fig. 8 whilst results from the analysis are presented in the following sections.
For the purpose of illustration, Fig. 8 shows typical variations in accelerometer data recorded during a single example of each activity for a healthy subject as well as for a stroke patient. It is clear from the figure that the movement profiles and the distribution of data between the three separate accelerometer axes are sufficiently dissimilar for each type of activity to enable a pattern recognition system with a realistic chance of success, and that this is true for both the healthy subject and the stroke patient. Furthermore, it is also clear that the stroke patient took longer to complete each activity and with less smoothness of movement. This is beneficial since it provides a larger variability in the data to test the robustness of the methodology. Fig. 8 . Example data from a wrist mounted tri-axial accelerometer collected when performing arm Actions A, B and C from a healthy subject (upper) and a stroke patient (lower). Table 3 presents the results for four healthy subjects each performing 4 trials of the activity-list, each of which involves a total of 20 occurrences of the target actions. We observe that the average accuracy of correctly recognising the 3 actions over the 4 trials for all subjects is within a range of 91%-99%. 1  19  20  19  20  98  2  16  20  18  19  91  3  19  18  19  18  93  4  20  19  20  20  99   Table 3 : Recognition of trials for healthy subjects. 
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Discussion and Future Work
In this paper we have presented a novel yet simple algorithm to recognise three elementary upper limb movements involved in performing a representative activity of daily living in an unconstrained environment, namely the process of 'making-a-cup-of-tea'. The subject wears a sensor module strapped onto the forearm close to the wrist, comprised of a tri-axial accelerometer. We use a simple technique, whereby we attempt to recognise the occurrences of 6 pre-defined orientations of the sensor module by examining the distribution of recorded accelerations across the 3 mutually orthogonal accelerometer axes. We analyse the sequence of allocated positions and their transitions to recognise the arm movements performed.
Our results prove the robustness of our algorithm since we apply it on movement data from healthy subjects as well as stroke patients who can have a significantly different movement profile. The fact that we can achieve an accuracy range of 91%-99% for healthy subjects and 70%-85% for stroke patients using only a tri-axial accelerometer sensor on the wrist, demonstrates an alternative approach that reduces the overheads associated with complex data processing algorithms involved in conventional methodologies of human movement recognition. The seemingly low accuracy rates reported for the stroke patients are acceptable, according to clinicians, since it provides a gross measure of impaired arm use. The approach described here has the advantage of negating the requirement of training a system to learn response patterns, as is the case in most conventional pattern recognition systems. The achieved accuracies can be considered favourable given the recognition was performed on activities performed in an out-of-laboratory, semi-naturalistic scenario [34] . The proposed algorithm has low computational complexity, mostly involving comparisons, additions, subtractions and few multiplications. It is therefore suitable for translation into hardware in the form of an ASIC or FPGA, and can therefore be used as a low power processing component in a WBAN activity recognition system aimed at real-time operations. Moreover, in view of its real-time operability, we do not use the power hungry gyroscope, thereby also avoiding the additional amount of data processing related to it.
The algorithm has been developed simply as a proof of concept vehicle for this activity recognition methodology in stroke patients. Results have been encouraging and show that these particular arm movements can be reliably detected with stroke patients exhibiting moderate levels of involuntary tremor in their movements. The algorithm could be extended for use with patients suffering from other neurodegenerative disorders that might demonstrate greater levels of tremor or less fluidic movement profiles. In such circumstances, additional band-pass filtering can be applied to sensor recordings to suppress higher frequency data associated with rapid or discontinuous movements. Hence, a resource constrained remote monitoring system employing this activity recognition methodology would be capable of detecting and recording the various occurrences of prescribed exercises (i.e. arm movements) during daily activities, which over time could provide a measure of rehabilitation progress.
Future work will therefore focus on developing simple algorithms that can detect an extended range of reference orientations that cater for arm movements outside of this plane. This will allow the detection and recognition of a greater range of arm movements, provided that these additional movements can be characterised by other distinct transitions between the extended range of reference orientations. Future work will also concentrate on developing an auto-segmenting algorithm to automatically select, and pass on to the recognition algorithm, that data which potentially contains arm movement information as opposed to processing all acquired data. This is a necessary component of a truly autonomous activity recognition system, particularly one designed to detect and monitor the occurrences of particular body movements during home based rehabilitation. Such an algorithm might be implemented by simply determining the modulus (M) of the combined accelerometer axes (which is a measure of general activity and is given ) and comparing this to a preset threshold value.
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